il

23 -5 § prupR

<gL§L : 2020.02.12>

L AL RAP o

F4

e

weiey EAugEy s
BoRE = SARBRARLNF AL
REKE1EF 29 %%
#4555 ¢ UG/2020/30165

1.4 % 3F 2 ﬁk,ﬁf»i %‘L'ﬁiiéiiiii%f#’fﬁ,%‘%% ' A A
b i A

2HFAFLIPNF RIAEMPELERAGRBEORL -~ BE A
PERD k/z‘ﬂﬂ&-g?ﬂtlllz‘i F o
R A L

43F2 T o B maxo

5ARIRR S L kP K R L R ARARE e} R HARER
rEEo

BT f *

g
=

40
RS

z

No. 38, Wu Chyuan 7th Rd., New Taipei Industrial Park, Wu Ku District., New Taipei City, 24890, Taiwan / # 1t 737 15 2E 2 [ 5 7
t (886-2) 2299-3939  f(886-2) 2298-1338

‘Report No.: UG/2020/30165 Page 1 of 10



P &k

BRI B oo 3
R 3
e 4
e 5
8 5
R !
R 8
B == 8
}{¢§% ------------- 9
T 10

SGS Taiwan Ltd

t (886-2) 2299-3939  f (886-2) 2298-1338

‘Report No.: UG/2020/30165 Page 2 of 10



SGS

WHRER A

B - & BILFR
<50 1 2020.02.12>
Wt A g Pl

4 2 g UG/2020/30165
Yo poc 2020.03.05
F AP 2020.03.11
FHZAP 2020.03.25
FE P ABHRALFARZ Lp PP 2
HEFFARELE WAoo iE
¥y F R
WERBHE
R e n bt R BN Ve i A
¥ Ht ol 24890 374D T M HATA A LB R T - 1. 388, L%

WERAFEA
3
oy

e

i
¥oao

H 2L -
P o]

SGS Taiwan Ltd

$144 25
YFRIE- 385, o

04-24820716

t (886-2) 2299-3939  f (886-2) 2298-1338

‘Report No.: UG/2020/30165 Page 3 of 10

No. 38, Wu Chyuan 7th Rd., New Taipei Industrial Park, Wu Ku District., New Taipei City, 24890, Taiwan / g 15 7387 Jb 2 SEE 5 FRE R 38 5f



=ER

BF-RABILAR
<$#b3% © 2020.02.12>

LY BUE

Abde e

WMEZEAN %m B £A
& BB A BT A PR

Sbhsu I Ola con >0 T014

EHREEEA RS B 27
& M B B A TR 4)

I LB A A LIRERZ RE EFA

SGS Taiwan Ltd

No. 28 Wu Chyuan 7th Rd.. New Taipe Industrial Park. Wu Ku District.. New Taipei City. 24890. Taiwan

£(886-2) 2299-3930  F(886.2) 2296-1338

’Repon No.: UG/2020/30165  Page 4 of 10



SGS

5

PRyt E w A
p )

&

AL AL R sk p oy A8 E 5 TFRd S EL
AT 'L“miﬁ' T ﬁ’x#mlﬂni’"g deig o A ﬁ' @leﬁfx e oY TG EKRT ’Fr—t-
# ‘e % (reconstructed human epidermis (RhE) tissue)ig =
i 95 1S010993-12 f= OECD 439 “L#= #7if 4 (7 - 1395 MTT 25 chlg
P BET T RS LT 0 R
g Fp oo mid

W]

R THA AL e

LS B UD AR o

}3 902%m,;,r,_1
e 4 ’Frf}ilbgz UN GHS ﬁfﬁt’?ﬁ%?g‘éﬁw ) 2Rk e ,?ﬁ»%,\ ok ] B

e

3{4

B

v‘ ““ﬂ

1 35 %
A. £ = 4 g4 g e s Episkin Reconstructed Epidermis, Small Model,
#+55: 20-EKIN- 011 & & 78 EPISKIN.
B. é%k IJ?\‘B
2. A
Bl o R K B8
A. |10X Phosphate buffer solution (PBS) |BIOMAN PBS105000  |19061705
Dulbecco’s Phosphate Buffered Saline
B. (without MgCI2 and CaCl2) SIGMA D5652 SLCB9248
EpiSkin Kit EPISKIN/S/13 |20 EKIN 011
C. |Maintenance medium EPISKIN MAIN3 20 MAIN3 011
Assay medium ESSC 20 ESSC 011
D. |Hydrochloric acid Fluka 30721 J1490
E. |Isopropyl Alcohol (Isopropanol) MARCON  [3043-10 225262
3-(4, 5-Dimethylthiazol-2-yl)-2,
F. 5-diphenyltetrazolium bromide (MTT) SIGMA MS655 MKCG3023
G. [Sodium Dodecyl Sufate (SDS) J.T.Baker 4095-04 0000176105

SGS Taiwan Ltd

t (886-2) 2299-3939  f (886-2) 2298-1338

No. 38, Wu Chyuan 7th Rd., New Taipei Industrial Park, Wu Ku District., New Taipei City, 24890, Taiwan / 3715 mi3-

EEE R TR 38 9%

‘Report No.: UG/2020/30165  Page 5 of 10



SGS

3. ®E
RE R A5 RETA:
A |Orbital Shaker Incubator NuAire NU-543-600 |BSC-07
B. |Biological safety cabinet NuAire NU-5810 INB-01
C. (Balance KANSIN WB212-B2 |(WAB-02
D. |CO2 Incubator BioTek™ Eon MPS-02

4 RERPFTEHREWR

A

WERP R

REPFOWUG R AE TN AR FRBE T R c BRI T AR
o ERFREERNF R -

HRE

(1) F %R = : 5% SDS

(2) s ¥tpe 2 - PBS

5. M A K lpRk-Le i zsgg. %

(1) #- Episkin £ % 4 574 £ 23 & 37+1°C » 5x196CO2 {v>90% 8 & ™
Ay 2442 /] pE o

(2) T HF > e 1082 25 FE SR E - 7= £AFRH ©

(3) lﬁiu‘}’_'f F s 15 & 4530 #5080 -3 B e H e 4 3 % DPBS i
,,Dll“f-i ﬁ(’%?#ﬂ%ﬁ‘ °

(4) #-mSE A FIATAE & K¢ 0 A 37£1°C » 52196CO2 17290968 & ™
& 4211 ] pF o o

(5) # 37+1°C>5x19%C0O2 {r>90% % & ™ #-e &4 3 0.3mg/ mLMTT
/p/& FY@;S JEE":"']-SA"\%"

@)ﬁgm%wﬁwwL&ﬂﬂﬁﬁL¢@T¢§T”%@%7%2L%o

(7) P~200uL 5B~ > gl & kR R BIE OD570 Pk E e

(8) FA ,J} éﬁ-% El m‘:)‘JD 1B L;}: P’ lOOA l? /F"‘f ’ p 71 pé‘:‘gﬁ*" ’F‘?E—? F%'ri

’H%E‘_ml? /r'—f }5 AR 1? /r'—f 'ﬁ f b l’t’ EpISkm S ﬁ‘ ,‘E‘é%k ¢ e
wshi 4 AR A o
(9) #77 B4y &y SGS SOP: TESP-UB-1034 -

N £ ¥ 3

A

SGS Taiwan Ltd

BHHRILEHEE

(1) A= ZE%? Y RPFEFHEEEREL A HRE o

(2 KPR e: 2 €40 T 0D £=206> FE5E®EL (SD) =
18 -

(B) BHHRe : TG 55 =40%  F+-5%%EL (SD) =18~

(4) @i 35 EEL (SD) =18

t (886-2) 2299-3939  f (886-2) 2298-1338

No. 38, Wu Chyuan 7th Rd., New Taipei Industrial Park, Wu Ku District., New Taipei City, 24890, Taiwan / 37 1537 1b 22 & A AE TR

38 9

‘Report No.: UG/2020/30165  Page 6 of 10



SGS

OD & * **3+ % *VWﬁ%@ﬁ@mﬁm4ﬁ9“’@ﬁﬁﬁﬁﬁiﬁlm%°
_}’

FHRA 45

Fhpdpor 5 THEIHRE R AL (SD) o RypipRlicd] - ISR 22 s
w7 5 AL 5090 (>50% ) > 7™ = UN GHS j#g] -
?E/F‘Jﬁ:i']
Tiake 85 s S = 50% % 2% Pl ()
T 3ok SsiE g > 50% &AEs o 22t (NI

No. 38, Wu Chyuan 7th Rd., New Taipei Industrial Park, Wu Ku District., New Taipei City, 24890, Taiwan / 371t 1078 S [ & FME 1% 38 9%

t (886-2) 2299-3939  f (886-2) 2298-1338
‘Report No.: UG/2020/30165  Page 7 of 10

SGS Taiwan Ltd




SGS

WS %
oD i&
kR k1 P2 2% 3 T e e
K $RE 0.913 0.755 0.772 0.813 0.087
I Lk oo A 0.023 0.035 0.040 0.033 0.009
UG/2020/30165 0.870 0.667 0.663 0.733 0.118
BEMEREpROTESFE A (%)
By Bk 1 352 B 53 T o | g E
S HEB e 112.3 92.8 94.9 100.0 10.7
BHEHRE 2.8 4.2 4.9 4.0 1.1
UG/2020/30165 106.9 82.0 81.5 90.2 145
S

Fh MTT sk cni % o 3ot o T2 L i 38 0§ Q0.20%¢n s i85 0 A7 %
PR LT 0 5P R4k UNGHS [F st B s % b I s g
SN o EiE SN AR TR T

SGS Taiwan Ltd  [No. 38, Wu Chyuan 7th Rd., New Taipei Industrial Park, Wu Ku District., New Taipei City, 24890, Taiwan / 3717 #7108 32 515 7o HE T 38 5%

t (886-2) 2299-3939  f (886-2) 2298-1338

‘Report No.: UG/2020/30165  Page 8 of 10



SGS

34

1. In Vitro Skin Irritation: Reconstructed Human Epidermis Test Method.
OECD guideline for the testing of chemicals. TG 439 (2015).

2. Skin irritation protocol Episkin (validated)

3. SGS SOP: EOMP-USL-0003 Operating procedures and analysis of the
Balance. Version 1.3

4. SGS SOP: EOMP-USL-0027 Operating procedures of the biosafety cabinet
and laminar flow, UV-lamp verification and aerobic plate counts. \ersion 2.5

5. SGS SOP: EOMP-USL-0029 Operating Procedures of Microplate
Spectrophotometer-BioTek EON. Version 1.1

6. SGS SOP: EOMP-USL-0035 CO; incubator Operating procedures. \ersion

1.0

SGS SOP: EOMP-USL-0036 Operating Procedures of MilliQ. Version 1.0

SGS SOP: EOMP-USL-0037 Manual of freezer-refrigerators. Version 1.0

SGS SOP: EOMP-USL-0038 Microorganism incubator operating Procedures

\ersion 1.0

10. SGS SOP: TESP-UB-1034 Medical Device In Vitro Skin Irritation:
Reconstructed Human Epidermis Test Method. Version 1.0

© o~

SGS Taiwan Ltd  [No. 38, Wu Chyuan 7th Rd., New Taipei Industrial Park, Wu Ku District., New Taipei City, 24890, Taiwan / 3717 #7108 32 515 7o HE T 38 5%

t (886-2) 2299-3939  f (886-2) 2298-1338

‘Report No.: UG/2020/30165  Page 9 of 10



S LT

SGS Taiwan Ltd
(HPRAT] |t (886-2) 2299-3939  f (886-2) 2298-1338

No. 38, Wu Chyuan 7th Rd., New Taipei Industrial Park, Wu Ku District., New Taipei City, 24890, Taiwan / 37 15737 1078 2 [l A HEE 1% 38 5k

Ultra Trace & Industrla\ Safety Hygiene ‘Report No.: UG/2020/30165  Page 10 of 10



